198
TECHNICAL GAS-ANALYSIS
bottle F, of about 10 litres capacity, the weight of the empty bottle having been previously determined.
The condensed water from the calorimeter is collected in the measuring cylinder d (Fig. 89), which is placed in position after the gas-meter index has completed a revolution, from
FIG. 89.
the start of the experiment, and the collecting continued for a corresponding period after the bottle F has been removed.
To carry out a test, the water is first turned on, and when it is running from both overflows, the gas is lighted and the